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Cat. No. 63-1005 

OWNER’S MANUAL 


Please read before using this equipment. 


Ultrasonic 
Distance Measurer 




RadioShack 
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FEATURES 


Your RadioShack Ultrasonic Dis- 
tance Measurer is perfect for real- 
tors, builders, and anyone who 
needs to know a measurement or 
a room’s area quickly. Your mea- 
surer can quickly measure straight- 
line distances from 3 feet (0.91 
meters) to 60 feet (18.288 meters). 
Your measurer transmits ultrasonic 
sound waves to a point you want to 
measure. Then It measures the 
time it takes for the waves to reflect 
back to the measurer and calcu- 
lates and displays the distance. 
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Your measurer has these features. 

Feet/Meter Switch — lets you dis- 
play measurements In feet or 
meters and converts a displayed 
measurement to the type you want. 

Liquid Crystal Display with 
Backiight — you can light the dis- 
play, making it easy to view infor- 
mation even in a dimly lit area. 

Automatic Power Off — your 
measurer turns itself off if you do 
not press a button within about 4 
minutes. 
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Three Memories — let you mea- 
sure and save up to three separate 
measurements. This is useful if 
you want to measure the length, 
width, and height of a room. 

Area and Volume Calculation — 

calculates area or volume based 
on distances you measure. 

Addition and Subtraction Func- 
tions — let you add or subtract up 
to two measurements. 

Memory Clear Function — lets 
you quickly clear all saved mea- 
surements. 
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Error Confirmation — the mea- 
surers shows you if the distance 
you are measuring is too iong or 
too short. 
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PREPARATION 


INSTALLING 

BATTERIES 

Your measurer requires one 9V 
battery (not supplied) for power. 
For the best performance and 
longest life, we recommend a Ra- 
dloShack alkaline battery. 


Caution: Use cniy a fresh battery 
of the required size and recem- 
mended type. 



63-1005.fm Page 8 Thursday, September 23, 19! 




1. Slide the battery compart- 
ment cover in the direction of 
the arrow to remove it. 


8 


63-1005.fm Page 9 Thursday, September 23, 19 


2. Snap the battery in the com- 
partment, and on top of the 
attached ribbon, as indicated 
by the poiarity symbois (-i- and 
-) marked inside. 

3. Repiace the cover. 

When LOW BATT appears or the 
measurer stops operating properiy, 
repiace the battery. 

Warning: Dispose of oid batteries 
promptiy and properiy. Do not burn 
or bury them. 
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Caution: If you do not plan to use 
the measurer for a month or more, 
remove the battery. Batteries can 
leak chemicals that can destroy 
electronic parts. 
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STABILIZING THE 
MEASURER 

Your measurer is sensitive te 
changes in temperature and hu- 
midity. Before you use the measur- 
er, wait about 15 minutes fer it te 
stabilize to the current room’s tem- 
perature. 
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A QUICK LOOK 
AT THE MEASURER 
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OPERATION 


TURNING THE 
MEASURER ON/OFF 

To turn on the measurer, set LD/ 
NORMAL/OFF en the side ef the 
measurer to LD or NORMAL. 

The measurer turns itself off after 
abeut 4 minutes. To turn off the 
measurer seener, set LD/NORMAL/ 
OFF te OFF. 

Note: When you set LD/NORMAL/ 
OFF en the side of the measurer to 
OFF, it clears all measurements 
stored in the memery. 
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TAKING A 
MEASUREMENT 

1. If the distance ycu are mea- 
suring is 35 feet (10.67 
meters) or iess, set LD/NOR- 
MAL/OFF to NORMAL (normai 
range). Otherwise, set LD/ 
NORMAL/OFF to LD (iong dis- 
tance range). 

2. Repeatediy press FEET/ 
METER untii FEET appears (to 
measure in feet) or untii ME- 
TER appears (to measure in 
meters). 
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3. Hold the bottom of the mea- 
surer flat against a wall, about 
halfway between the floor and 
celling. Be sure there Is a 
clear path to the point you 
want to measure and that your 
head or hands do not block 
the front of the measurer. 

4. Press MEASURE/ON. The 
measurer beeps then the dis- 
tance between the measurer 
and the point you measured 
appears. 
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Notes: 

• The measurement appears for 
about 4 minutes (or longer if 
you press another key). 

• Error might appear if you try 
to measure a distance ionger 
or shorter than the set range 
or ionger than 60 feet (18.288 
meters). 
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Measuring Tips 

• Some types of curtains and 
blinds can abserb sound 
waves, causing measure- 
ments te be inaccurate. If you 
are measuring distances in a 
room with curtains, open the 
curtains before measuring the 
distance to a window behind 
them. Also, be sure that the 
window is closed. 

• If there is not a clear path 
between the points where ycu 
are measuring, you might 
receive a false reading from 
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sound waves bouncing off 
objects such as chairs, tables 
and objects with uneven sur- 
faces. If you are not sure if a 
measurement is correct, move 
slightly to one side then mea- 
sure the distance again. 

• If the surface of a wall you are 
measuring is not solid and flat, 
or if you are measuring in a 
narrow corridor, you might 
receive a false reading. If this 
happens, use a solid surface 
to measure or move to the 
center of the corridor. 
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• To help avoid false readings, if 
you set LD/NORMAL/OFF to 
LD, make sure there are no 
objects within 8.2 feet (2.5 
meters) of the point you are 
measuring (except the floor 
below that point). 

• To measure a distance longer 
than 60 feet (18.288 meters), 
select a point in the middle of 
the room (for example), mea- 
sure from the center of the 
room toward each side, then 
add the two measurements. 
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SAVING A 
MEASUREMENT 

1 . Follow the steps under “Taking 
a Measurement” on Page 14 
to measure a dimensien. 

2. Press STORE then a memory 
key (Ml, M2, or M3). M and the 
number of the memory loca- 
tion you chose (1, 2, or 3) 
appear and the measurer 
stores the reading in that 
memory location. 

3. If necessary, repeat Steps 1 
and 2 to save up te three mea- 
surements. 
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4. To display a measurement 
stored in a memory location, 
press that memory key (Mi, 
M2, or M3). The measurement 
stored in that memory location 
appears. 

To delete a measurement stored in 
a memory location, simply store a 
new one in its place. 

To clear all stored measurements, 
set LD/NORMAL/OFF to OFF or hold 
down ALL MEMORY CLEAR for 
about 3 seconds. The measurer 
beeps and M and the number of the 
memory location you chose (1, 2, 
or 3) disappears. 
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CALCULATING 

VOLUME 

To find the volume ef a room, mea- 
sure the height, width and length of 
the room and store each measure- 
ment in a different memory location 
(see “Saving a Measurement” on 
Page 20), then press VOL. FEET3 
er METERS, VOLUME, and the vol- 
ume calculation result appear. 
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CALCULATING AREA 

Follow these steps to find the area 
of any two stored measurements. 

1. Measure the width and length 
of a room and store the mea- 
surements In M1 and M2 (see 
“Saving a Measurement” on 
Page 20). 

2. Press AREA, Ml, and M2. 
METER2 er FEET2 and 
AREA and the area calculation 
appear. 
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ADDING/ 

SUBTRACTING 

STORED 

MEASUREMENTS 

1. Measure any two dimensions 
of a room and store the mea- 
surements in memory ioca- 
tions 1 and 2 (see “Saving a 
Measurement” on Page 20). 

2. Press ALL MEMORY CLEAR. 

3. Press +, Ml, +, M2, then + to 

add the measurements, or +, 
M1, M2, then + to subtract 

them. The vaiue of the caicu- 
iation appears. 
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4. To clear the display and do 
another measurement, press 

ALL MEMORY CLEAR. 

Note: The measurer displays neg- 
ative numbers. 


USING THE 
BACKLIGHT 

To light the display, press LIGHT. 
The display lights for about five 
seconds then automatically turns 
off. 
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CARE 


To enjoy your measurer for a long 
time: 

• Keep the measurer dry. If It 
gets wet, wipe it dry immedi- 
ately. 

• Use and store the measurer 
only In normal temperature 
environments. 

• Handle the measurer gently 
and carefully. Don't drop It. 

• Keep the measurer away from 
dust and dirt. 

• Wipe the measurer with a 
damp cloth occasionally to 
keep It looking new. 
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Modifying or tampering with the 
measurer’s internal compenents 
can cause a malfuncticn and inval- 
idate its warranty. If yeur measurer 
is not performing as it should, take 
it to your local RadioShack store 
fcr assistance. 
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SPECIFICATIONS 


Power Source 1 x 9V 

Alkaline Battery 

Unit of Measurement Feet or 

Meters 

Accuracy 0.5% (± 1 digit) 

Working Frequency 40 kHz 

Working Temp 32° to 109.4°F 

(0°to 43 °C) 

Range 3 to 60 ft 

(0.91 to 18.288 m) 

Dimensions (HWD): 

5®/8X 2Tax in 
(142 X 73 X 47 mm) 
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Weight (without battery): 0.31 8 ib 

(144.6 g) 


Specifications are typicai; individu- 
ai units might vary. Specifications 
are subject te change and im- 
provement without notice. 
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Limited Ninety-Day Warranty 

This product is warranted by RadioShack against 
manufacturing defects in materiai and workmanship 
under normai use for ninety (90) days from the date of 
purchase from RadioShack company-owned stores 
and authorized RadioShack franchisees and deaiers. 
EXCEPT AS PROViDED HEREiN, RadioShack 
MAKES NO EXPRESS WARRANTIES AND ANY IM- 
PLiED WARRANTIES, INCLUDING THOSE OF 
MERCHANTABILITY AND FITNESS FOR A PARTIC- 
ULAR PURPOSE, ARE LIMITED IN DURATION TO 
THE DURATION OF THE WRITTEN LIMITED WAR- 
RANTIES CONTAINED HEREIN. EXCEPT AS PRO- 
VIDED HEREIN, RadioShack SHALL HAVE NO 
LIABILITY OR RESPONSIBILITY TO CUSTOMER 
OR ANY OTHER PERSON OR ENTITY WITH RE- 
SPECT TO ANY LIABILITY LOSS OR DAMAGE 
CAUSED DIRECTLY OR INDIRECTLY BY USE OR 
PERFORMANCE OF THE PRODUCT OR ARISING 
OUT OF ANY BREACH OF THIS WARRANTY, IN- 
CLUDING, BUT NOT LIMITED TO, ANY DAM- 
AGES RESULTING FROM INCONVENIENCE, 
LOSS OF TIME, DATA, PROPERTY, REVENUE, OR 
PROFIT OR ANY INDIRECT, SPECIAL, INCIDEN- 
TAL, OR CONSEQUENTIAL DAMAGES, EVEN IF 
RadioShack HAS BEEN ADVISED OF THE POSSI- 
BILITY OF SUCH DAMAGES. 

Some states do not allow the limitations on how long 
an implied warranty lasts or the exclusion of inciden- 
tal or consequential damages, so the above limita- 
tions or exclusions may not apply to you. (continued) 
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(continued) In the event of a product defect during the 
warranty period, take the product and the Ra- 
dioShack sales receipt as proof of purchase date to 
any RadioShack store. RadioShack will, at its option, 
unless otherwise provided by law: (a) correct the de- 
fect by product repair without charge for parts and la- 
bor; (b) replace the product with one of the same or 
similar design; or (c) refund the purchase price. All re- 
placed parts and products, and products on which a 
refund is made, become the property of RadioShack. 
New or reconditioned parts and products may be 
used in the performance of warranty service. Re- 
paired or replaced parts and products are warranted 
for the remainder of the original warranty period. You 
will be charged for repair or replacement of the prod- 
uct made after the expiration of the warranty period. 
This warranty does not cover: (a) damage or failure 
caused by or attributable to acts of God, abuse, acci- 
dent, misuse, improper or abnormal usage, failure to 
follow instructions, improper installation or mainte- 
nance, alteration, lightning or other incidence of ex- 
cess voltage or current; (b) any repairs other than 
those provided by a RadioShack Authorized Service 
Facility; (c) consumables such as fuses or batteries; 
(d) cosmetic damage; (e) transportation, shipping or 
insurance costs; or (f) costs of product removal, in- 
stallation, set-up service adjustment or reinstallation. 
(continued) 
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(continued) This warranty gives you specific legai rights, 
and you may aiso have other rights which vary from state 
to state. 

RadioShack Customer Relations, 

200 Tayior Street, 6th Fioor, 

Fort Worth, TX 76102 

We Service What We Sell 04m 
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